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SOLID STATE NEUTRON DETECTORS 
J. F. Murphy 

ABSTRACT 

Two methods of fabricating neutron detectors have been 

developed utilizing the principles of the solid state ionized 

6 10 

particle detector. The (n,a) reactions of Li and B are used 

for slow neutron detection. The Lithium and Boron are used as 

diffusants, for P and N type Silicon respectively, to create 

p-n junction diode detectors with efficiencies of the order of 1 $. 
255 

The fission of U is used for the detection of both slow and 

255 

fast neutrons. The U is vacuum coated onto surface barrier 
detectors. Efficiencies of .00 b°j 0 have been obtained from these 
units in a thermal beam from the Livermore 2 MW pool-type reactor. 
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I . INTRODUCTION 



The development of ionized particle dectectors has received 

considerable attention during the past few years. ^ ^ At the present 

7 

time it is known that the Chalk River Laboratory, the Lewis Research 

8 9 

Center and the Westinghouse Electric Corporation are experimenting 

with ionized particle detectors which have been coated with neutron 

sensitive elements. This paper is concerned with the use of Li^ and 

B^ as diffusants to directly form silicon p-n junction neutron detectors 

and the use of uranium to form surface barrier neutron detectors. 

Natural occurring lithium, an interstitial donor, has recently 

been used by Elliott^ to form a p-n junction and to extend the depletion 

region with an ion drift process. A similar process for the separated 

isotope Li^ is discussed in the present paper. In this case neutron 

6 , \ 

detection is accomplished with a Li (n,a) T reaction converting 
captured neutrons into charged particles, which in turn are detected 
within the depletion region. P-n junctions were also directly formed 
by a shallow diffusion of B'*‘° (90-92$ enriched) in N-type silicon. 

Here the B (n,a) Li reaction formed ionized particles for neutron 
detection. 

Additionally, neutron detection was investigated using the 

258 235 

fission process in U and U for the conversion of fast and slow 
neutrons. In this case the restricted range of the highly ionized 
fission fragments required the use of surface barrier junction to 
detect the product charged particles. This was accomplished by vacuum 
coating uranium onto preformed gold surface barrier silicon diodes. 
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Attempts were also made to form uranium surface barriers directly on 
silicon. 

II. GENERAL THEORY 
1. Crystalline Structure . 

All solids may be classified as crystals or non-crystals. A 
crystal is a structure which is produced by the repetition of a basic 
unit due to translation and is characterized by its extreme regularity. 

If this regularity or periodicity extends throughout the entire piece of 
material it is said to be a ” single crystal”. If the piece of material is an 
agglomerate of smaller crystallites, it is said to be ”polycrystalline” . 

In a non-crystal the atoms or atom groups are present in an irregular 
or random fashion. Examples of this type are super-cooled liquids, 
glasses and plastics (plastics sometimes exhibit a repetition of a 
basic unit but it is a spiral type structure, not translatable). 

Crystals may be divided into seven crystal systems, fourteen 
space lattices, two hundred and thirty space groups and an infinite 
number of crystal structures. A complete discussion of these systems 
may be found in any basic solid state physics text.^ 

Silicon is an insulator with a valence of four. Like germanium 
it has a diamond structure in which each cell is composed of 8 atoms 
and each atom has k nearest neighbors. Strong bonds between the atoms 
result from a sharing or mutual exchange of electrons with its 
nearest neighbors. This type of binding is particularly stable and 
is called "covalent binding”. This binding is of an electrostatic 
nature but can be explained only dn a quantum mechanical basis utilizing 
what is known as exchange interaction. 
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2 . Bajid Structure 

The complete theory on band structure is contained in any basic 
atomic physics text. Quantum mechanically the electron energy levels 
are determined by the quantum numbers. In a collection of atoms of 
the same type, the electron energy levels will separate into bands of 
energy levels. These bands have energy widths characteristics of the 
solid, but the number of levels within the band is determined only by 
the number of atoms present. N atoms provide N levels within each 
band. However, each level can accommodate two electrons because of 
spin. Therefore, a collection of N atoms lead to 2N states within 
each band. In silicon and certain other diamond structures, there is 
a quantum mechanically forbidden zone between the valence and conduction 
bands. The conduction band is the lowest unfilled band at 0°K. The 
valence band is the next lower band. Metals contain an overlapping 
of bands so that no forbidden zone exists at these higher energy levels. 
In silicon this forbidden zone or gap occurs between the 3 s and 3p 
shells and has an energy span of 1.11 ev. In germanium the gap energy 
is .72 ev and it occurs between the Us and 4p shells. Diamond on the 
other hand has a comparatively large gap energy, 6 ev, and it is located 
between the 2s and 2p shells. 

3 • Fermi Levels 

The location of the Fermi level determines the type of silicon 
(i.e. Intrinsic (i), Donor (N), or Acceptor (p).). 

Intrinsic silicon contains no impurities. At 0°K there will be no 
electrons in the conduction band while the valence band will be full. 
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At any elevated temperature some states in the conduction band will 
be occupied by electrons while an equal number of vacant states will 
exist in the valance band. It can be shown that since the number of 
electrons in the conduction band and the number of vacant states in the 
valence band are a function of the Fermi probability function, there is 
a virtual Fermi face midway between the two bands.'*''*' 

If a group V contaminant is introduced, the atoms of which are 
substituted for silicon atoms, there will exist one very loosely bound 
electron for each atom substituted. Only four of the contaminant's 
five valence electrons are required to complete the bonding with the 
silicon. To preserve charge neutrality the fifth electron must orbit 
the parent nucleus. The radius of the orbit is extended by the dielectric 
constant of the silicon. Since this fifth electron is loosely bound, it 
is easily excited into the conduction band of the silicon leaving the 
parent nucleus ionized. This process provides an excess number of 
electrons in the c onduction band thus the Fermi probability function 
and consequently the Fermi face is shifted in the direction of the con- 
duction band. Silicon containing a group V contaminant is called 
"donor" or "N" type. 

If a group III contaminant is introduced substitutionally into 
s ilicon, there is a deficit of one bonding electron for each atom 
substituted. The vacant bond or hole can be thought of as an orbiting 
positive charge. Thermal excitation will fill this hole with a silicon 
valence electron thus transferring the hole to a silicon neighbor. 

The process of filling and transferring gives mobility to the hole. 
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The group III contaminant thus provides more holes in the valence band 
than there are electrons in the conduction band. The Fermi probability 
function and consequently the Fermi face resultantly shift in the 
direction of the valence band. In taking on the extra electron the 
contaminant takes on a negative charge. Silicon containing a group III 
contaminant is called ’'acceptor” or ”P ,T type. 
h. Surface Barrier Junction 

In a metal the atoms are held together with what is known as a 
’’Metallic Bond”. It can be thought of as a structure formed by posi- 
tively charged metal ions embedded in a sea of mobile free electrons. 

In spite of the fact that the electrons move freely from atom to atom, 
charge neutrality is preserved. The Fermi level lies at the upper 
edge of the electron distribution within the partially filled valence 
band. If by some mechanism additional electrons are introduced into 
the valence band, the Fermi level will be raised and the metal will 
take on a net negative charge. This charge will appear as an 
infinitesimally thin sheet of charge on the surface of the metal. If, 
on the other hand, electrons are somehow drained from the valence band, 
the Fermi level is lowered and the metal takes on a net positive charge. 
This charge also appears as a thin sheet on the surface. In a semi- 
conductor the situation is somewhat similar. In N type material the 
electrons in the conduction band are present as a result of excitations 
from the valence band and from ionization of the donor impurities. If 
the electrons are somehow drained from the conduction band, the Fermi 
level will be lowered and the semiconductor will take on a net positive 
charge. Unlike the metal, the charge in this case will be a distribu- 
ted positive charge made up of the ionized donor atoms. Figure 1 shows 










1 1 ' 






- 6 - 



a metal and an N type semiconductor side by side, but not touching. 

In this case the work function (<t> m ) of the metal is larger than the 

work function (4> ) of the semiconductor. When the two are brought into 
s 

contact, Figure 2j electrons will drain from the conduction band of the 
semiconductor and will be injected into the valence band of the metal 
until the two Fermi levels are at the same energy. The metal now 
has a thin negative surface charge while the semiconductor has a distri- 
buted positive charge or "Space Charge Region". An electric field is 
set up which is located entirely within the space charge region of the 
semiconductor. The height of the resulting potential barrier corresponds 
to the difference of the two work functions. 

The current flow across the barrier is described in detail in 
the literature .1®*^ The total current is made up of four components, 

the electron flow from the metal to the semiconductor (i ), the electron 

a 

flow from the semiconductor to the metal (i^), the hole flow from the 
metal to the semiconductor (I ), and the hole flow from the semiconductor 
to the metal (i^). See Figure 2. In equilibrium, an energy q( <t> ni -<t> s ) 
must be supplied to the electrons to enable them to cross the potential 
barrier. 

-q(4> -<t> )/kT 

Then I = -I = Ae m s' . The holes must be supplied energy in the 

amount of q\fr in order to cross the barrier. Then I = -I, = Be. 

c d 

Under small forward and reverse voltage bias, the current components 

I and I, will remain the same as for equilibrium conditions because 
a cl 

the potential barrier they see does not change. However, the potential 
barrier as seen by components 1^ and I c does change. When a bias 
voltage (V^) is applied the Fermi level in the semiconductor is raised 
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or lowered depending on whether a forward or reverse bias is applied. 

The amount of energy necessary to be supplied to I electrons and I 
holes, under forward bias in order to cross the barrier, is reduced by 
the amount qV.^, from the equilibrium condition. Under reverse bias 
the opposite is true. When the Fermi level is raised under forward bias, 
it means that less electrons will be drained from the conduction band, 
hence less donors will be ionized and the space charge region will be 
narrower (Equation A-10 ) . Conversely the space charge region will be 
increased under a reverse bias. In equation A-12 it is noted that the 
expression for capacitance is the same as for a parallel plate capacitor. 
In a parallel plate capacitor the capacitance varies directly with the 
area of the plates and inversely with the separation between them, while 
the charge appears as a thin sheet of charge on each plate. In a metal 
to semiconductor contact there is a thin sheet of charge on the metal 
but on the other plate which is the semiconductor there is a distributed 
space charge. Applying a reverse bias increases the width of the space 
charge region thus increasing the effective plate separation hence, 
decreasing the capacitance. The only other method of decreasing the 
capacitance is to physically reduce the area of the contact. The reduc- 
tion of capacitance is important in detectors since the pulse height 
of the output pulse is inversely proportional to the capacitance. 

By evaporating a thin coating of a metal onto N type silicon, 
assuming is greater than <!> s , a rectifying contact is made which under 
reverse bias becomes a detector for ionized particles. 

When applying leads to a semiconductor device care must be taken 
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or a rectifying junction will occur where it is not desired. To 
obtain an ohmic (non-rectifying) junction between a metal and a 
semiconductor, the metal must be chosen such that its work function is 
smaller than that of the N type semiconductor. In this case the Fermi 
levels must once again line up. To accomplish this, electrons are 
drained from the valence band of the metal lowering its Fermi level. 

These electrons are injected into the conduction band of the semiconductor 
raising its Fermi level. Since there are many unoccupied states in the 
conduction band of the semiconductor there is no opposition to the flow 
of electrons in either direction, and there is no potential barrier 
set up. (Figure 3) 

The analysis of the metal to P type semiconductor contact is similar 
to the one just carried out for the metal to N type semiconductor. 

To obtain a rectifying contact between a metal and P type semiconductor 
the metal must be chosen such that its work function is smaller than 
that of the semiconductor. To obtain an ohmic contact the work function 
of the metal must be greater than that of the semiconductor. 

The solution of Poisson's equation for the case of the metal to 
semiconductor contact is contained in Appendix A. The charge distribution 
arises from the fact that there exists an abrupt change from high conduc- 
tivity material to high resistivity material. 
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5 • PN Junctions 

The contact between two semiconductors of opposite type be- 
have similar to that between a metal and a semiconductor. The Fermi 
level of the two semiconductors must again line up. To accomplish 
this electrons will drain from the N type semiconductor and be in- 
jected into the conduction band of the P type material. Holes will 
drain from the valence band of the P type semiconductor and be in- 
jected into the valence band of the N type material. This process 
equalizes the Fermi levels and creates a space charge region on 
both sides of the contact. The space charge region is composed of 
ionized donors and negatively charged acceptors in the N and P 
material respectively (Figure 4). 

The current is again composed of four components and is des- 

12 15 

cribed in detail in the literature. 9 y I is the flow of electrons 

a 

from the P to the N type semiconductor. 1^ is the flow of electrons 

from the N to the P type semiconductor. I is the flow of holes from 

c 

the P to the N type semiconductor and I, is the flow of holes from 

-qf 

the N to the P type semiconductor. In equilibrium, I * -I, = Ae H 

a o 

and. I = -I = Be kT. ^ and g are constant only for a constant 
temperature and they can be determined by solving the continuity 
equation and applying Fermi statistics' 1 ''*'. 
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q = Electronic charge 

D = Diffusion constant for electrons 
n 

D = Diffusion constant for holes 
P 

t = Minority carrier lifetime for electrons 
n in P type material 

t = Minority carriers lifetime for holes 
^ in N type material 

m = Mass of the electron 
* 

m = Effective mass of the hole 
k = Boltzmann’s constant 
h = Plank’s constant 
T = Temperature in degrees Kelvin 

Under reverse bias T and I reduce to almost zero. 

b c 

The total current flow then is the sum of I and I, which is called 

a d 

the ’‘saturation current". The sum of the widths of the two space 
charge regions, called the ’’Depletion region”, is increased under 
reverse bias, equation B-2 , and the capacitance is decreased, equation 
B-> The charge distribution for this type of symmetrical junction 
is a graded distribution which may be approximated by a straight 
line. For the solution of Mason's equation for a graded type junction 
see Appendix B. This symmetrical junction can be attained, practically, 
only in grown type junctions, where the concentration of dopants can 
be controlled so there is equal doping on both sides of the junction. 

For diffused type junctions an extremely high concentration 
of dopant is located on one side of the junction and the contaminant 
distribution approaches a step function. As a result, the electric 
field and the depletion region are located mostly within the lightly 



doped side. 
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6. Detection of Ionized Particles 

Energetic charged particles passing through a solid produce 

hole-electron pairs through interactions with the solid's electrons. 

These electrons, even from deep lying occupied bands, may be excited 

into unoccupied higher energy bands. The maximum energy that may be 

transferred to these electrons is E = -t— r!l? ~ -rr- where m is the 

max (m+Mj M 

mass of the electron and M and E are the mass and energy of the 

charged particles. For a 4 Mev alpha or a 1 Mev proton this is 

approximately 2 Kev of energy. On the average only 3*5 ev of energy 

2 13 

is expended to produce an electron-hole pair in silicon. ’ It takes 

-12 

on the order of 10 sec for the excited electrons to seek the lowest 
lying unoccupied band (conduction band) and for the holes to seek 
the highest occupied band (valence band). The hole and electron will 
then combine to complete the de-excitation with a characteristic time 
known as the "carrier lifetime". If these electron-hole pairs are 
produced within the depletion region they are rapidly swept aside 
and collected owing to the action of the electric field therein. 

If the electron-hole pairs are produced outside of the depletion 
region but within a diffusion length (L), they will probably 
diffuse into the depletion region and be collected. Diffusion 
length (l) is defined as L “/Dt, where D is the diffusion constant 
for holes or electrons as the case may be and t is the carrier 
lifetime. Electron-hole pairs created more than a diffusion length 
from the depletion region will recombine with their characteristic 
lifetime and not contribute to the output pulse. 
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Within the depletion region the clouds of electrons and holes 
pass each other so rapidly, owing to the action of the electric field, 
that very little recombination can take place. If however, certain 
impurities or crystal defects are present, trapping or recombination 
centers may be set up. A trapping center is a center in which a 
carrier may be temporarily trapped and then re-emitted. Carriers 
re -emitted from a trapping center cause a tail to form on the current 
pulse. A recombination center is a center in which a carrier may 
also be temporarily trapped but prior to re-emission a carrier of the 
opposite type is also trapped, in which case, the two carriers 
recombine. Recombination centers cause a degradation of the current 
pulse since less charges will be collected. The contribution of 
each carrier to the total charge is derived as follows: 



m dv 
dt 



dv a 



°r mv f^Lv 

dt 



dE 

dt 



= qv£ 



dE is the rate at which the electric field gives energy to the carrier, 
dt 

and q, v, and m are charge, velocity and mass of the carrier. This 

2 

energy comes from the junction capacitor which has Q of energy stored. 

2C 

Thus 

^ (Q 2 ) - Qi - V i - nv t 

dt dt x^cT T ' V ■ qv t ' 



V c is the total voltage across the capacitor. Then 
i _ dQ = qv £ £ dx dV = £_ dV 



dt 



dt dx 



V dt 
c 



dV is the rate of change of the potential at the location of the 
dt 

carrier due to the carrier drift in the electric field. Finally 



I 



d< ^ ^eff ~ V 



/ 



dV 



qA V 
V 
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where Q ^ is the effective charge at the electrodes due to the 

motion of one carrier through the fraction AV of the total potential 

v c 

on the capacitor. Thus it can be seen that one carrier will contri- 
bute one charge q on making a complete passage across the capacitor. 

An electron-hole pair created between the plates of the capacitor 
will still only contribute one charge q since each carrier will 
contribute a fraction of the charge. The total charge (q) is 
equal to N, where N is the number of hole-electron pairs liberated 

by a particle whose energy is E. If E is in Mev then 

( 1 ) 



Q ffE g 

Q = r ' x 10 coulombs 



3-5 



The charge collected is some fraction of the total charge available, 

because some of the hole-electron pairs are created more than a 

diffusion length from the depletion region while others are lost 

due to recombination within recombination centers. 

The current pulse produced by the collection of the hole- 

electron pairs will have a rise time which is the carrier transit 

time (t. ) across the depletion region. 

"C 




d is the width of the depletion region, v^ is the carrier 

drift velocity and p is the carrier mobility. These carrier transit 

times are typically of the order of nanoseconds. The carrier mobilities 

are functions of the impurity concentration and temperature. Typical 

values for mobility at room temperature for high resistivity silicon 
2 2 

is p n = 450 cm /volt-sec and p^ = 1200 cm /volt-sec. Curves of 
electron and hole mobilities as functions of the impurity concen- 

14 

tration may be found in reference 
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The ideal solid state detector should have rapid charge collection 
with an accompanying low loss of carriers. Rapid charge collection 
is attained through use of high resitivity material. High resistivity 
material has high carrier mobilities and in addition is capable of 
supporting large electric fields. The low loss of carriers is 
attained by having wide depletion regions which originate at the 
surface and freedom from recombination centers. 
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7- Neutron Detection 

Neutrons, possessing no charge, can be detected only through 
secondary elastic or inelastic reactions. 

a. Elastic Reactions 

Elastic collisions between fast neutrons and a hydrogenous 
material produce recoil protons. These protons can then be detected 
in the manner described in the previous section. Fast neutron 
detection devices might thus be fabricated merely by encapsulating 
the detector in plastic. No investigations were made using recoil 
proton counters. It is mentioned here in the interest of presenting 
a complete picture of possible solid state neutron detection devices. 

b. Inelastic Reactions 

Vacuum coating p-n or surface barrier detectors with 
fissionable material presents a means of detection of both slow and 
fast neutrons. The fragments resulting from fission are highly 
ionized and possess high kinetic energies. These fragments are 
detectable as described in Section II-6, producing very large pulses. 

Uranium was used as the fissionable material in this investiga- 
tion. It was desired to check previous work where uranium was coated 

rj Q 

on preformed p-n junction detectors ’ and to compare these units 
with uranium coated surface barrier detectors. 

As a first approximation the energy of the incident neutron 
may be neglected since the reaction energy for uranium is approximately 
200 Mev. In this case the laboratory coordinate system will co- 
incide with the center of mass coordinate system. The average mass 
of the two fission fragments of are 97 and 139 amu.^ 
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T = R = 200 = 118 Mev 

L VS. ^ 

T = \ R = 82 Mev 

M L + ^ 

where and are the kinetic energy and mass of the light fragment 
and and M^ are the kinetic energy and mass of the heavy fragment. 

Many fissionable materials will not fission with slow neutrons. 
The neutron energy at which they commence to fission is called the 

17 

"threshold energy". Some examples are 



Isotope 


Threshold Energy (Mev) 


Cross Section 
(Barns) 


90 Th 252 


1-3 


.11 


91 Pa 251 


.5 


1.05 


92 u 259 


0 


1.32 


92 u 256 


1.0 


.8 


92 u 258 


1.0 


•53 


94 Pu 259 


0 


2.0 



If it is desired to detect only fast neutrons, one of the 

isotopes with a high threshold energy could be used for the detector 

coating. One difficulty arises from the fact that isotope separation 

is difficult for these high mass elements. A better method would 

235 

be to use enriched U for the detector coating and to use an 
absorber to selectively filter out the slow neutrons. 

Slow neutrons may be detected by using (n,cO or (n,p) reactions. 
In general these are exoergic reactions. To determine the total 
charge which may be obtained equation 1 must be modified to include 
the reaction energy (r). 
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eff 



(E +R) x 10 
' n 

5-5 
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— coulombs 



where R is in Mev. 

The two reactions used in this investigation are: 

( 1 ) JLi 6 + n 1 - He^ + ,H 5 + 4.78 Mev 

v ' 3 o 2 1 

10 1 1± 7 

(2) ,-B + Q n -*• ^He + ^Li' + 2.79 Mev 

6 10 

Both Li and B can be used as impurity diffusants to fabricate 
solid state neutron detectors. Lithium is a group I element. It acts 
as a donor since it diffuses interstitially. Boron is a group three 
acceptor. 

The average thermal neutron energy (E^) is .025 ev. As a first 
approximation E n can be neglected since E n « R. 

Q R x 10 6 

0^, « ■ — coulombs ( 5 ) 



Since E n is neglected the laboratory coordinate system again 
coincides with the center of mass coordinate system. The kinetic 
energies of the reaction particles are : 



M 2 

m = T3 

i m x +m 2 



(4) 



M 

rp — ~ O 

2 f^+Mg 



( 5 ) 



T^ and are the kinetic energy and mass of the first reaction 
particle. Tg and are the kinetic energy and mass of the second 
reaction particle. For reaction (l) and (2) the reaction particle- 
energies are 
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Reaction 


Particle 


Kinetic Energy (Mev) 


(1) 


2 He 4 


2.05 


(1) 


l He3 


2-73 


(2) 


2 He 4 


1.78 


(2) 




1.01 


The total 


charge (Q,p) is independent of the angle of incidence 


le neutron 


since the kinetic energy of the 


reaction particles is 



due almost entirely to the reaction energy (R). 
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III. Preparation of Detectors 

1. Crystals 

Diode preparation requires several mechanical operations common 
to both surface barrier and p-n types. See Figure 8. In all oper- 
ations the utmost cleanliness must be observed because any contam- 
ination may ruin the detector. Between each operation the silicon 
must be thoroughly cleaned using only ultra high purity chemicals. 

A degreaser such as trichlorethylene should be used followed by an 
alcohol rinse followed by several rinses in distilled and deionized 
water. Handle the silicon only with clean tweezers to eliminate 




Several silicon single crystals were purchased from the Merck 
Chemical Company. They are cylindrical in shape with diameters 
of approximately 20 mm and of various lengths between three and 
four inches. These crystals are high purity and thus high resis- 
tivity with resistivities ranging between 100 and 4000 ohm-cm of 
both N and P types. 

Silicon is hard, brittle and chips easily. For this reason a 
high speed diamond saw must be used for slicing the crystal into 
circular discs (Fig. 9)* The thickness of the disc is largely 
dependent upon the ultimate use of the detector (i.e. A d/dx de- 
tector must be thin so very little of the detected particles energy 
is lost in passing through the silicon.) If it is desired to use the 
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detector in a spectrometer, all of the detected particle's energy 
must be expended within the silicon and thus a fairly thick disc must 
be used. If it is desired to merely detect, almost any thickness 
may be used. A thickness of .030 inches was arbitrarily settled 
upon. Approximately .015 inches will be removed in subsequent 
operations . 

During the slicing operation the silicon crystal must be held 
perfectly rigid. To do this the crystal is glued to a rectangular 
slab of porcelain using a resin pitch. The resin pitch was selected 
because it has good adhesive qualities, melts at a low temperature 
and is easily removed with alcohol (Fig. 9) ♦ The porcelain slab is 
then clamped in a metal holder and placed in a magnetic vice on the 
saw bench. A saw blade thickness of .020 inches is used to minimize 
silicon loss. 

The scarf marks of the saw blade must be removed or uneven 

etching will occur in the next operation. These scarf marks are 

removed in a lapping process similar to that used for grinding 
17 

glass. A lucite mask containing six circular holes is place be- 
tween two stainless steel lapping blocks. The function of the mask 
is to contain the silicon slices, force the slices to slide over the 
lower lapping block and act as a limit so too much silicon will not 
be ground off. The upper block is driven by an eccentric mounted 
in the chuck of a slow speed drill press at 16 rpm. At this speed 
approximately .002 inches of silicon are removed per hour. A mixture 
of John Crane 1900 or 1950 lapping compound and water is used for 
the grinding compound. Stainless steel was used as the material for 
the lapping blocks since the water in the grinding compound would 
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rust cast iron. Both faces of the silicon are lapped at the same 
time. The upper block (5" in diameter), driven by the eccentric, 
rotates against a lip on the mask (6" in diameter) thus forcing the 
mask, containing the silicon, to slide over the surface of the 
lower block (7" in diameter), which is stationary. A mask thickness 
of .020 inches was used. When the silicon slices are ground to a 
thickness of .020 inches, the mask, being the same thickness and 
relatively soft, inhibits further grinding. In this manner also, the 
two faces of the silicon discs are maintained very close to parallel. 

Upon completion of lapping the silicon slices are diced to 
their final size. This size is determined by the amount of capaci- 
tance the ultimate system can tolerate and still get a good signal 
to noise ratio. Since the expression for capacitance is the same 
as that of a parallel plate capacitor eq. A- 12, the capacitance 
varies directly with the first power of the area. As a result the 
smaller the area the smaller the capacitance and the larger the 
voltage signal. Most of the slices were diced into squares .200 
inches on a side. To do this the silicon slices are once again 
mounted on the porcelain slab with the resin pitch but this time 
they are mounted in horizontal stacks to facilitate cutting. 

The dicing operation may be deferred until after the diffusion 
operation. If it is, there exists the possibility of damaging the 
diffused surface due to increased handling but the sides will be 
free of the diffusant. If the dicing takes place at this point, 
any diffusion operation will also diffuse into the sides. This 
diffusant, however, may be removed by hand lapping or etching. 
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Etching is a chemical means of polishing the silicon surface. 

The purpose is to expose any possible dislocations or other crystal- 
line imperfections, which would render the crystal useless. It also 
provides a smooth boundary from which diffusion can take place. To 
protect the reverse side during the etching process a mask of 
picein wax, dissolved in trichlorethylene, is applied. The volatile 
portions are then removed by placing the sample under an infrared 
lamp for 2 to 3 minutes. This leaves a hard wax coating which the 
acid will not attack and which is easily removed by again dissolving 
with trichlorethylene. The etch solution is a modified form of the 
standard CP-4 solution which contains: 

Parts by Volume 

Concentrated Nitric Acid (70$) 3 

Hydroflouric Acid (48$) 1 

Glacial Acetic Acid 1 

The nitric acid oxidizes the exposed silicon surface. The oxide 

formed is then removed by the action of the hydroflouric acid. 

This reaction is fast therefore a buffering agent, the glacial acetic 

acid, must be used to make the reaction controllable. Dearnley 
4 

and Whitehead also recommend cooling the etch solution in an 
ice water bath as a further means of controlling the reaction. 

During the etching process small bubbles form on the surface of the 
silicon. If they are not removed uneven etching will occur. These 
bubbles may be removed by agitating the silicon samples or by bubbling 
nitrogen gas through the etch solution. The latter is recommended. 
Upon completion of etching the silicon must not be immediately 
exposed to air as this produces a brown discoloration on the silicon. 
Instead the etch solution must be diluted and decanted several 



. 

- 9 m 

■ 

. 

■ 

. « 

.1 , ■ 

r § -tm** u # *fi» t « I JUrf t 

> 

I |g|"Li 4# 

U «i* • • < <r 

.. . 




. - ■ • ■ ■ 
• 5 - » I'AJ- 




... . 



. 



- 23 - 

times before removal of the silicon to a beaker of distilled and 
deionized water where it is washed by diluting and decanting. The 
silicon is then dried by placing it in a stream of dry nitrogen gas. 
The silicon samples sometimes float to the surface of the etch 
solution where they become discolored. To avoid this the reverse 
side of the silicon should be attached to a piece of teflon or 
polyethylene, using the picein wax. The teflon or polyethylene will 
then act as an anchor to hold the samples below the surface. A 
fresh batch of echant will produce a mirror finish in 4 to 5 minutes. 
An aged batch may take somewhat longer. 
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2. Surface Barrier Detectors 

Surface barrier diodes are generally made from N type silicon 
because the difference between the thermionic work functions of most 
metals and that of silicon is generally greater for N type then it 
is for P type. This means that by using N type silicon for a base, 
larger barriers will be produced resulting also in a wider space 
charge regions. Care must be taken to ensure that the work function 
of the metal is greater than that of the N type silicon. If the 
work function of the metal is smaller than that of the N type silicon, 
an ohmic contact is made. The opposite holds true for the case of 
P type silicon. 

For N type silicon a surface oxide layer provides an excellent 
barrier. After the etching process, the silicon sample is placed in 
a wet atmosphere for several hours, preferably over night, to form 
the barrier. After removal of the mask and a thorough cleaning 
the diodes are mounted. See Figure 10. Silver conducting paint is 
used to attach the base of the diode to the mounting and it also 
serves as one electrode. The other electrode is a .008 inch diameter 
stainless steel wire catwhisker. 

Gold is generally evaporated onto the oxide surface to in- 

4 

crease carrier collection efficiency. Dearnaley and Whitehead 
prefer to evaporate the gold onto the freshly etched surface and 
allow the oxidation to take place through the gold. They believe 
this procedure protects the silicon from contamination. 
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3* Diffused P-N Detectors 

Diffused devices are made in an open tube electric furnace (Fig. ll). 

The silicon samples are placed on a quartz holder and inserted into a 
quartz tube which passes through the furnace. The diffusant is passed 
through the tube by means of a carrier gas and deposited on the surface 
of the silicon samples from whence diffusion takes place. The concen- 
tration of the diffusant is such that the amount deposited on the silicon 
provides a maximum surface concentration regardless of time. An alternate 
method is to paint the diffusant onto the surface of the silicon. In 
either case a shallow diffusion is desired in order to place the depletion 
region as close to the surface as possible. To do this a relatively low 
temperature (900°c) and a short diffusion time (10 minutes) is used. At 
the end of this time the furnace is turned off and allowed to cool 
slowly. Fast cooling or quenching sets up recombination centers within 
the silicon which shortens the minority carrier lifetime, and which in- 
turn degrades the output pulse. The slow cooling, on the other hand, 
allows the diffusant atoms to properly substitute for the silicon atoms 
in the lattice and thus reform a perfect crystal. 

After the silicon is removed from the furnace the reverse face and 
the four sides are hand lapped or etched to remove all traces of the dif- 
fusant. The samples are then mounted as before. 

The diffusion of impurities into the silicon is governed by Fick's 
second law which states that the rate of accumulation of the impurity at 
any point is proportional to the divergence of the gradient of the impurity. 
The constant of proportionality is the diffusion constant (d) . Mathmatically 

= D V ^ 
dt 



stated it is: 
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Solution of this equation is simplified in that it need only be 
solved for the x direction. The equation then becomes: 



dN 
x 

dt 




Two boundary conditions are necessary to completely solve the 

equation. The laboratory set-up was designed to provide a constant 

surface source therefore N(0,t) = N , N is the surface concentration. 

s s 

The other boundary condition is a function of the distribution of the 

diffusant. In this case it is a step function. 

N(x,0) = f(x) f(x) = N - 00 <x<0 

s 

= 0 CKx<« 

The solution of the equation is found in most texts on semi- 
14 

conductor technology. The solution is: 



x 




= N erfc 

s 

2 vT 5 t 



Group V elements are used as diffusants to form PN junctions 
in P type material. Specifically the phosphorus pentoxide compound 
(PgO^) was used. Its probable chemical reaction^ is P o 0,_ + Si = P + 
Phospho-silicate glass. The P^O,. is preheated to 225°C at which 
temperature it sublimes. The P^O,. va P°r is carried to the silicon 
in the furnace with a carrier gas of nitrogen. This nitrogen is 
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obtained from the natural boil off from a dewar flask of liquid nitrogen. 

Group III elements are used as diffusants to form PN junctions 
in N type silicon. Specifically two methods are used. First a sus- 
pension of Boron"^ in mineral oil is painted on the surface of the 
silicon. It is then heated to a temperature of about 250°C in a 
vacuum chamber to drive off the mineral oil. The boron coated pieces 
of silicon are then placed in the diffusion oven for the 10 minute 
diffusion. Uia second method is to drift boron trichloride gas (BCl^) 
over the silicon in the diffusion furnace. Its probable chemical 

reaction"' - '* is 1+BC1-, + 3Si = UB + 3SiCl. 

3 4 
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IV. EXPERIMENTAL UNITS AND RESULTS 

1 . Uranium Detectors . 

a. Preparation of Experimental Units. 

Eight experimental detectors were prepared from 100 ohm-cm 

N type silicon as described in section III. Two detectors were 

given initial shallow diffused p-n junctions (barrier depth .07 microns) 

using boron trichloride in the open tube electric furnace. Four units 

were given oxide coatings by exposure to a wet atmosphere overnight. 

Two of the oxide units were then coated with 5000 $ of gold. The 

final two units were freshly etched. All eight units were placed in 

the slotted holders (Fig. 5) and placed in the vacuum chamber (Fig. 7)* 

Uranium-255 was evaporated from the spread tungsten filament (Fig. 6) 

-7 2 

in an initial vacuum of 5 x 10 mm of Hg. An area of .08 cm was 
exposed on each unit. Upon completion of the uranium evaporation, 
the units were mounted (Fig. 10) and sprayed with an acrylic plastic. 

Uranium is extremely difficult to evaporate. Preliminary in- 
vestigations using tantalum, molybdenum and carbon vessels showed 
that uranium went into solution with these materials at elevated 
temperatures (about 1000° c). The only material that uranium would 
not go into solution with was tungsten. When the uranium melts it 
partially wets the tungsten forming a ball of molten uranium around 
the filament. An oxide crust forms on the surface of the ball 
which inhibits evaporation until temperatures of about 2200° C 
are reached. Unfortunately this ball generally migrates to one 
end of the filament thereby causing coatings of different thickness 
to be deposited on the silicon units. Since uranium is a metal, 
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the molten ball forms a conducting path with subsequent local 
cooling. The adjacent portions of the filament must then be 
excessively heated to provide sufficient heat for the evaporation. 

Another problem encountered was filament breakage before evaporation 
was complete. Initially .3 gram of uranium was placed on the filament. 
From past experience it was expected that about a 1 micron thick 
coating would be deposited on the silicon giving a thermal neutron 
efficiency of . 3 $* 

The diode characteristics (Figures 14 to 17) were measured on 
a Tektronix 575 transistor curve tracer, 
b. Results. 

The uranium coated boron diffused units would detect 

235 

neither the alpha decay of the- U nor the fission fragments 
resulting from thermal neutron irradiation. It is believed this 
was caused by the poor diode characteristics of these units. 

The uranium coated freshly etched units and surface oxide 
units would self count and also count fission fragments but their cotinting 
rate was extremely poor. Their counting efficiency for thermal neutrons 
was on the order of . 0005 $. 

The uranium and gold coated surface oxide units were the best 

of the units tested. The efficiency of these units to thermal neutrons 

was on the order of .004$. Figure 12 shows the spectrum obtained 

235 

from the alpha decay of the U . Figure 13 shows the spectrum of 
the energies of the fission fragments obtained as the result of 
thermal neutron irradiation. It is interesting to note that this 
offers a simple method of obtaining the mass distribution of the 
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fission fragments. The energies shown are only approximate and were 
obtained by scaling from the 4.58 Mev self count peak. The energies 
of the two peaks are approximately 40 Mev lower than was expected 
(Section II-7). This discrepancy can partially be explained by 
the fact that fission fragments are highly ionized and lose most 
of their energy in the initial part of their path, part of which 
is beyond a diffusion length from the depletion region. The alpha 
particles, however, lose most of their energy toward the end of their 
path thus they lose very little energy prior to entering the 
depletion region. 
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2. b'° Detectors 

a. Preparation of Experimental Units. 

10 

Four experimental B detectors were prepared, using 2000 

ohm-cm N type silicon. Two units received an initial boron diffused 

p-n junction (.08 microns), using boron trichloride in the open 

10 

tube electric furnace. They were subsequently painted with B en- 

riched 90-92$ (amorphus in oil). The oil was driven off in a 
vacuum chamber by heating to 250° C for 10 minutes. The other two 
units were painted with the enriched B^ directly on the freshly 
etched surface. The oil was removed in the same manner. All 
four units were then placed in the furnace at 90Q°C for 10 minutes. 

The four units were then mounted the same as the uranium detectors 
and sprayed with plastic. The diode characteristics are as shown 
in Figures 18 and 19 . 

b. Results 

The two units having the preformed p-n junctions did not 

operate as well as those that were given only the B^. Figures 20, 

21 and 22 show the reaction particle energy spectra, to a 10^ neutrons/ 
2 

cm sec thermal neutron beam, for 0,5 and. 10 volts reverse bias. 

The efficiency to thermal neutrons of the best of the four units was 
about 1.3$* 
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3- Li Detector s 

a. Preparation of Experimental Units. 

6 

Two experimental Li detectors were prepared from 1000 ohm- cm 
P type silicon. Li^ (amorphus in oil) was painted on the freshly 
etched silicon surface. These units were then placed in a vacuum 
chamber and heated at 250° C for 10 minutes to drive off the oil. 

The temperature was then raised to 450° C for 90 seconds to diffuse 
the lithium into the silicon producing a barrier depth of 154 microns. 
The units were then mounted. 

b. Results 

Figure 23 shows the reaction particle energy spectrum 

to a 10 6 neutrons/cm^ sec thermal neutron beam. The maximum energy 

of the triton (2.73 Mev) is shown on Figure 23* By scaling this 

energy to the small peak, the large peak indicates an energy of 2.05 

Mev, which is the energy expected of the alpha particle. The 

efficiency of these detectors to thermal neutrons is about .4$. The 

6 10 

ratio of the efficiencies of the Li and B approximately reflects 
the ratio of their cross sections. 

B 10 o - 4020 barns 

na 

6 

Li a na - 950 barns 
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V. ELECTRONICS 

Figure 24 is a block diagram of the electronics test equipment. 
The heart of the system is a low noise pre -amplifier, designed by 
F. S. Goulding. A schematic diagram of an improved version of this 
pre-amplifier may be found in Reference 5> Figure 9* The 256 channel 
analyzer (Radiation Counting Laboratory) requires input pulses 
between 0 and 100 volts with *5 microsecond rise times. The linear 
amplifier (UCRL Kaifer) compliments the analyzed. 

The detector pulse has a rise time on the order of nanoseconds. 
The pulse is then integrated in both the pre-amplifier (rise time .4 
microseconds) and the linear amplifier (rise time *5 microseconds) 
before going to the analyzer. A .55 microsecond clipping line was 
installed between the pre-amplifier and the linear amplifier to 
eliminate the low frequency noise. It was noted that the reverse 
current characteristics of the detectors was a direct indication 



of the noise to be expected. 
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VI. CONCLUSIONS 



Additional research is necessary to improve the efficiency of 
these detectors. The detectors appear to hold the most promise 
for the detection of slow neutrons owing to their large cross section 
and ease of fabrication. The use of a guard ring^ on these detectors 
would greatly improve their diode characteristics thus enabling the 
use of larger reverse bias voltages. 

Possible uses of these devices include: Space probe detection 

units; Reactor core flux mapping; Neutron beam collimation and 
exploration; Medical research; and Neutron spectroscopy. 



*•» 

■ ■ 

- 




- 35 - 



ACKNOWmXJEMENTS 

I wish to thank Dr. Joseph E. Schwager, CDR, USN for his 
guidance during the course of this work. Conversations with Dr. 
Donald White on the interpretation of data were both opportune and 
enlightening. The assistance of the entire staff of the Livermore 
Pool Type Reactor Facility is profoundly appreciated. I am deeply 
indebted to Dr. Albert Kirschbaum for encouraging and supporting 
this experimental program and to Professors A. Sheingold and E. C. 
Crittenden who have motivated my interest in this field. 



' 

*• > • 

( 'C ; C 

.. - •" 

. 

. 



-56- 

bibliography 



1 . s. s. Friedland, J. W. Mayer and J. S. Wiggins, Nucleonics 2 , 5L (i960). 

2. G. L. Miller, W. L. Brown, P. F. Donovan and I. M. Mackintosh, "Silicon 

p-n Junction Radiation Detectors", Proceedings of the Seventh 
Scintillation Counter Symposium, IRE Transactions on Nuclear 

Science NS-7 , 185 (i 960 ). 

3 . J. W. Mayer, J. Appl. Phys, 12, 1937 (1959). 

4. G. Dearnaley and A. B. Whitehead, Nucleonics, 1, 72 ( 1961 ). 

5 . F. S. Goulding and V/. L. Hanson, UCRL 9^ 36 . 

6 . J. H. Elliott, UCRL 9538* 

7* A. R. Jones, Nucleonics, 10, 86 (i 960 ). 

8 . R. Steinberg, Nucleonics, 2, 85 (i 960 ). 

9 . R. V. Babcock, R. E. Davis, S. L. Ruby, K. H. Sun and E. D. Wolley, 
Nucleonics, 4, ll 6 (1959)* 

10. C. Kittel, Introduction to Solid State Physics (Wiley, New 
York, 1956). 

11. J. N. Shive, The Properties, Physics, and Design of Semi- 
Conductor Devices (Van Nostrand, Princeton, 1959)- 

12. W. Shockley, Electrons and Holes in Semiconductors (Van 
Nostrand, Princeton, 1950) • 

13* K. G. Mckay and K. B. McAfee, Phys. Rev. 91> 1079 (1953)* 

14. A. K. Jonscher, Principles of Semiconductor Device Operation 
(Wiley, New York, i 960 ) . 

15. F. J. Biondi, Editor, Transistor Technology, Vol III, (Van 
Nostrand, Princeton, 1958). 

1 6 . W. E. Shoupp, Westinghouse Electric Corp. Periodic Chart with 
Nuclear Data (i 960 ). 

17* D. J. Hughes and J. A. Harvey, Neutron Cross Sections (BNL 325 > 
Brookhaven National Laboratory, Upton, New York, 1953)* 

18. E. Segre, Experimental Nuclear Physics (Wiley, New York, 1953)* 



19- 



D. Baker, J. Scien. Insts., 36 , 145, (1959)* 



- 37 - 



Appendix A 

Solution of Poisson's Equation for a Surface Barrier Junction., 

An abrupt junction or shottky type barrier occurs when the 
semiconductor dopant changes abruptly from N to P type or vice 
versa in the relatively short distance of 1 to 2 atomic distances. 
This solution is applicable to surface barrier, alloyed and shallow 
diffused diodes. 
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The above two figures illustrate the dopant concentration (N) and 
potential distribution in initially N type silicon with a P type 
surface concentration. For convenience the origin is considered at 
the point where the concentration changes. 

N a = Acceptor surface concentration 

N. = Donor concentration 
d 

o-x^ = Width of the depletion region in the P type material 

Xg-o = Width of the depletion region in the N type material 

V c = Voltage across the equivalent capacitor 



V = V_ + cp 
c B a 



% 



Vt, = Reverse bias 

-D 

cp = Fermi potential of the acceptor material 
Si 



cp^ = Fermi potential of the donor material 
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then 



The boundary conditions taken from the figures are: 



d* 



dx 



=0 



x=x 



X=X, 



1 

=0 



d4 



dx 



=0 



x=x 






=v 

x=x 2 c 



4 and d^ are continuous at x = 0 

dx 



V • D = p 
D = £ E 
E = - V 4' 

. • . v 2 4 1 = - £ 

P a = -q. (N a + n-p) 



Assume N » (n-p) 
a 

. * . p = - q N 

a a 

also p, = + q N, 
d d 



v 2 4 



= q N 



2 . 
d \|/ 



q N 



dx 

d-<p 

_§ 

dx 



q N 



n = electron concentration 
p = hole concentration 

q = electronic charge 



All the y and z donations drop out 
since the junction is in the y z plane. 
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The solution for the acceptor region follows the same method. 
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From equations A-l and A-3 the electric field is 
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(^ -x l) - d = depletion region in the P material 



(Xp-0) = d = depletion region in the N material 
^ N d 

& x d d ^ 
a w~ d 
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Equation (A-7) shows that for equal concentrations the depletion 
region on each side of the barrier is equal. Realistically this 
does not occur. For high resistivity material ( N « N ) the 

CL cl 

depletion region approaches zero on the acceptor side hence the 
entire electric field is located on the donor side. 



The total depletion region (d) is 

d = d + d^ 
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N d d 
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at x = 0 



t - l 



(A-8) 
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Combining (A-8) and (A-9) 
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Since (N q » N^), the term — approaches zero. The depletion region 

a 

becomes wider as becomes smaller. Thus by using higher resistivity 

material the depletion region can be extended. Another means of 

extending the depletion region is by use of higher reverse bias 

voltages ( V = V + cp - cp, ) . 

v c B a Y d 

Since charge must be conserved 



% m ^a 



Q„ 



* qB a d a 



2 t q N, V 
d c 



(1 + !d ) 
N 



x. 

— , 2 



c - ^ 

0 dV 



2 £ q N V 
^ d c 



i + \ 

N 



L_ 

“2 



2 «“d 

i + h 

N_ 



(A-ll) 



C * 



= 6^ N, 



1 + d 



’1 + N. 

c 

N 



1 



N 



2 € q N V 



<: <1 N r 



2 V ( 1 + fd) 

C N 

a _ 



L 

2 



d c 



_6 

d 



(A-12) 



The expression for capacitance is recognizable as the same as for 
a parallel plate capacitor and varies directly as the square root of 
the donor concentration and inversely with the square root of the re- 



verse bias. 
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Appendix B 

Solution of Poisson's Equation for a Graded Junction. 

The graded junction solution is applicable to the case of 
a grown p-n junction or a diffused p-n junction when the diffusion 
is carried out over a relatively long period of time. 
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The equation for N a is the solution of the diffusion equation 
for a constant surface source. As a first approximation it 
can be assumed that N is a straight line in the vicinity 
where it crosses N„ 





Boundary Conditions 

4 „ 



dx 



X=X-, 



= 0 



He 

dx 



x=x. 



= 0 



-^3- 




4-’^ = 4^2 at x = 0 
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Equation (B-2) shows that the depletion region varies directly with 
the cube root of the applied reverse bias. 



C = 



d§ 



dV 



d Q = -q N dx = qaxdx 

SI SI 



X = 



X = Xr 



2 

Q 

H a 

0 


q a : 
2 


2 

< 

0 


2 


Q_ - q 8 X 2 


= qa 


'5(V C 


3 2 


i 


2 


2 q a 


d Q 

_ p _ 




k 




dV 0 


2 


3ev c 


y /j 






q 


a J 
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Equation (B-3) is the equation of a parallel plate capacitor and it 
shows that the capacitance varies inversely with the cube root of 
the applied reverse bias. 
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METAL TO N TYPE SEMICONDUCTOR OHMIC CONTACT. 

Fig. 3 
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figure 5 - LYaniur. evaporation jig 
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Figure 6 - Filament detail 
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figure 7 - Vacuum chamber 
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Figure 10 to be included in UCRL report. 
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figure 11 - Diffusion furnace 
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ELECTRONICS TEST EQUIPMENT 

Fig. 24 



i 



1 






[ 



